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Zinc oxide ZnO-chitosan CH nanobiocomposite film onto indium-tin-oxide ITO coated glass
has been used to immobilize urease Urs and glutamate dehydrogenase GLDH for urea detection.
The presence of ZnO nanoparticles in CH results in its increased surface area and enhanced electron
transfer kinetics. The Urs-GLDH/CH-ZnO/ITO bioelectrode characterized using electrochemical,
Fourier transform infrared, and scanning electron microscopy studies exhibit linearity of
5–100 mg /dl, detection limit of 3 mg /dl, response time of 10 s, reproducibility as 20 times,
and shelf life of 3 months. The low Michaelis–Menten constant Km value 4.92 mg /dl indicates
enhanced affinity of enzyme with nanobiocomposite. © 2008 American Institute of Physics.
DOI: 10.1063/1.2980448
Estimation of urea in serum/blood/urine is important for
diagnosis of renal and liver diseases. An increase in urea
level normal range is 8–20 mg /dl in blood and urine
causes renal failure, urinary tract obstruction, dehydration,
shock, burns, and gastrointestinal bleeding. Moreover, re-
duced urea level may cause hepatic failure, nephritic syn-
drome, and cachexia low-protein and high-carbohydrate
diets.
Most urea biosensors based on urease Urs are based
on catalytic conversion of urea to hydrogen bicarbonate
and ammonium.1–3 It has been observed that ammonium
ions easily diffuse in solution. Thus, glutamate
dehydrogenase4,5 GLDH has been used as an alternate
since it catalyzes the reaction between ammonium ions,
-ketoglutarate -KG and nicotinamide adenine dinucle-
otide NADH to produce L-glutamate and NAD+.
The immobilization of Urs on a given matrix is a crucial
step for the fabrication of urea biosensor. Extensive efforts
have been made to utilize nanomaterials to immobilize Urs
for urea detection. Among nanostructured metal oxides such
as cerium oxide CeO2,6 tin oxide SnO2, and zirconium
oxide ZrO27 nanoparticles etc., zinc oxide ZnO8 nanopar-
ticles have been used for fabrication of transducer surface
because of their unique ability to promote faster electron
transfer between electrode and active site of desired enzyme.
This has been attributed to their remarkable properties such
as wide band gap 3.37 eV, high surface area, high catalytic
efficiency, nontoxicity, chemical stability, strong adsorption
ability high isoelectric point IEP9.5,9 and for immobi-
lization of low IEP 5.0 proteins via electrostatic interac-
tions. ZnO nanoparticles have recently been used for direct
adsorption and interaction of desired enzymes with ZnO
nanoparticles. The biocompatible ZnO nanoparticles have
unique advantages for enzyme immobilization due to desir-
able microenvironment for enhanced direct electron transfer
between enzyme’s active sites and the electrode.10,11 How-
ever, biosensing properties of ZnO nanoparticles can be im-
proved by incorporating these in chitosan CH to prepare
ZnO-CH hybrid nanobiocomposite.12 CH exhibits excellent
film forming ability, nontoxicity, and biocompatibility has
led to growing interest for immobilization of biomolecules.
Moreover, presence of amine and hydroxyl group in CH
helps in the immobilization of desired enzyme.13–15 Recently,
ZnO-CH nanobiocomposite films have been proposed for
amperometric immunosensor for human IgG. Moreover,
ZnO-CH composite film can be used for application to H2O2,
phenol and cholesterol biosensor, respectively.16 However,
no attempts have been made towards application of ZnO-CH
nanobiocomposite film to urea detection.
We report results of studies relating to immobilization of
Urs-GLDH onto ZnO-CH nanobiocomposite film deposited
onto indium-tin-oxide ITO glass substrate for fabrication of
urea sensor.
ZnO nanoparticles 5 mg prepared using coprecipitation
method17 were dispersed into CH solution 50 mg of CH
was dissolved in 10 ml of 0.05M acetate buffer with stirring
at room temperature followed by sonication for about 1 h.
The ZnO nanoparticles film 200 nm was spin-cast onto
ITO glass with speed of 3000 rpm and allowed to dry at
room temperature 25 °C. This ZnO-CH/ITO electrode was
rinsed with phosphate buffer 50 mM, pH 7.0 to neutralize
the matrix.
The solution containing Urs 10 mg /ml and GLDH
1 mg /ml in 1:1 ratio in phosphate buffer 50 mM, pH 7.0
was immobilized onto ZnO-CH/ITO nanobiocomposite elec-
trode by physisorption technique via electrostatic interac-
tions between matrix and enzyme. The Urs-GLDH/ZnO-CH/
ITO bioelectrode is kept undisturbed for about 12 h at 4 °C.
Finally, the dry bioelectrode is immersed in 50 mM PBS pH
7.0 in order to wash out any unbound enzyme from the
electrode surface.
X-ray diffraction XRD, Rigaku studies have been
done to identify the crystal structure of ZnO powder. Scan-
ning electron microscopy SEM LEO-440 studies have
been conducted to examine surface morphologies of ZnO-
CH/ITO nanobiocomposite and Urs-GLDH/ZnO-CH/ITO
bioelectrodes. Electrochemical analysis has been conducted
on an Autolab Potentiostat/ Galvanostat Eco Chemie, Neth-
erlands using a three-electrode system with ITO as working
electrode 0.25 cm−2, platinum wire as the auxiliary elec-
trode and Ag /AgCl electrode as reference electrode in phos-
phate buffer saline PBS, 50 mM, pH 7.0, 0.9% NaCl con-
taining 5 mM FeCN63−/4−.
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Figure 1a shows XRD pattern carried out on ZnO pow-
der sample. The x-ray diffractograms in the range
2 , 30° –70° of the film show presence of 100, 002,
101, 102, 110, 103, and 200 reflection planes corre-
sponding to hexagonal wurtzite structure of ZnO.17 However,
broadening in reflection planes indicates nanocrystalline na-
ture of particles. The average crystallite size of ZnO nano-
particles estimated according to Scherrer’s formula is
4–5 nm.
Fourier transform infrared FTIR spectra data not
shown of ZnO-CH nanobiocomposite exhibits infrared
bands corresponding to ZnO nanoparticles and pure CH, in-
dicating that –NH2 and –OH groups of CH due to complex
formation resulting in enhanced accumulation ability of ZnO
nanoparticles and electrocatalytic activity of ZnO-CH nano-
biocomposite film. However, shapes of the absorption peaks
of ZnO-CH nanobiocomposite become broader due to over-
lapping of the functional groups of Ur-GLDH and ZnO-CH
nanobiocomposite film indicating immobilization of Ur-
GLDH onto nanobiocomposite matrix.
SEM image of ZnO-CH/ITO nanobiocomposite shows
cage like morphology indicating uniform dispersion of ZnO
nanoparticles into CH data not shown. SEM image of Urs-
GLDH/ZnO-CH Fig. 1b reveals that enzymes Urs-
GLDH are present uniformly distributed in ZnO-CH com-
posite. The uniform dispersion of Urs-GLDH reveals that
enzyme binds with –NH2 and –OH terminal of CH via elec-
trostatic interactions. Moreover, positively charged ZnO-CH
nanobiocomposite due to CH and ZnO IEP9.5 results in
electrostatic interactions with negatively charged Urs-GLDH
IEP of 5.0–5.3 at pH 7.0.
Figure 2a shows electrochemical impedance spectra
EIS, Nyquist plot of CH/ITO electrode curve i, ZnO-CH/
ITO electrode curve ii, and Urs-GLDH/ZnO-CH/ITO bio-
electrode curve iii. In the EIS, the semicircle diameter
is equal to electron-transfer resistance RCT. The RCT of CH
decreases from 3.27 to 2.04 k after incorporation of ZnO
nanoparticles, indicating that ZnO nanoparticles result in en-
hanced electron transfer kinetics on nanobiocomposite elec-
trode. After immobilization of Urs-GLDH onto ZnO-CH
nanobiocomposte, RCT increases to 9.47 k revealing immo-
bilization of Urs-GLDH onto ZnO-CH/ITO matrix resulting
in blocking of charge carriers in the nanobiocomposite. The
variations of solution resistance Rs, double layer capaci-
tance Cdl, and Warburg element ZW are shown in Fig.
2a.
Figure 2b shows cyclic voltammograms of CH/ITO
electrode, ZnO-CH/ITO electrode, and Urs-GLDH/ZnO-CH/
ITO bioelectrode. It is observed that magnitude of peak cur-
rent slightly decreases and peak potential shifts toward lower
potential Epa0.23 V as compared to that of CH/ITO elec-
trode. The decrease of peak current and shift of the oxidation
peak potential of ZnO-CH/ITO electrode may be attributed
to faster electron transfer in ZnO-CH nanobiocomposite.
Further, redox current of Urs-GLDH/ZnO-CH/ITO bioelec-
trode is found to decrease due to insulating characteristics of
Urs-GLDH indicating slow down of redox process during
the biochemical reaction.
Figure 2c shows CVs of Urs-GLDH/ZnO-CH/ITO bio-
electrode as a function of scan rate from 10 to 100 mV /s.
The proportional increase of redox current with respect to
scan rate is observed indicating diffusion-controlled system
inset Fig. 2c. The surface concentration of Urs-GLDH/
ZnO-CH/ITO bioelectrode estimated from plot of Ip versus
scan rate 1/2 using Brown–Anson model has been found to
be 3.810−8 mol cm−2. The diffusion coefficient value D
of ZnO-CH/ITO electrode has been estimated using Sandel–
Sevcik equation
Ip = 2.69 105n3/2AD1/2C1/2, 1
where Ip is peak current Ipa anodic and Ipc cathodic, n is
electron stoichiometry, A is electrode area 0.25 cm2, D is
diffusion coefficient, C is surface concentration 3.8
10−8 mol cm−2, and  is scan rate 10 V /s. The D value
has been obtained as 8.2210−4 cm2 s−1.
Figure 3a shows electrochemical response of Urs-
GLDH/ZnO-CH/ITO bioelectrode as a function of urea in
presence of NADH 30 l and -ketoglutamate 70 l
studied using CV technique. The magnitude of peak current
increases linearly as urea concentration increases linear
range as 5–100 mg /dl. Inset i in Fig. 3a exhibits linear
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FIG. 1. a XRD pattern of ZnO-CH nanobiocomposite film. b SEM
of Urs-GLDH/ZnO-CH/ITO bioelec-trode.
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FIG. 2. Color online a EIS of i CH/ITO, ii ZnO-CH/ITO electrode, and iii Urs-GLDH/ZnO-CH/ITO. b Cyclic voltammogram of CH/ITO,
ZnO-CH/ITO and Urs-GLDH/ZnO-CH/ITO bioelectrode at 10 mV /s scan rate in PBS containing 5 mM FeCN63−/4− c CV of Urs-GLDH/ZnO-CH/ITO
bioelectrode at different scan rates, 10–100 mV /s.
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increase in current as a function of urea concentration. It may
be noted that values of electrochemical response current ob-
tained using several Urs-GLDH/ZnO-CH/ITO bioelectrodes
are reproducible within 0.1%.
Electrochemical reaction occurring at Urs-GLDH/ZnO-
CH/ITO bioelectrode is shown in Fig. 3b. The Michaelis–
Menten constant Km value obtained using Linweaver-Burke
equation has been estimated as 4.92 mg /dl 0.82 mM with
sensitivity as 0.13 A /mM cm2, linear regression as 0.988,
and standard deviation as 9.4 A /mg dl−1. The lower Km
value reflects higher enzymatic affinity of Urs-GLDH/ZnO-
CH/ITO with urea due to biocompatibility, active surface
area, and high electron communication capability of
ZnO-CH nanobiocomposite.
The detection limit has been estimated as 3 mg /dl using
3b /m criteria, where m is slope of the calibration graph and
b is standard deviation of the blank signal. The reproduc-
ibility of response of bioelectrode has been investigated at
10 mg /dl urea concentration. No significant decrease in cur-
rent is observed after using at least 20 times. This bioelec-
trode achieves 95% of steady state current in less than 5 s
indicating fast electron exchange between Urs-GLDH and
ZnO-CH/ITO electrode.
The effect of pH 6.0–8.0 at 25 °C on Urs-GLDH/ZnO-
CH/ITO bioelectrode has been studied using CV to estimate
enzyme activity that depends upon the conformation and
electrostatic state of the enzyme’s active site. The highest
current data not shown is obtained at pH 7.0 revealing that
bioelectrode is most active at this pH. Thus, all the experi-
ments are carried out at a pH of 7.0 at 25 °C.
The selectivity of Urs-GLDH/ZnO-CH/ITO bioelectrode
has been estimated by comparing magnitude of the current
response by adding normal concentration of interferents such
as glucose 5 mM, ascorbic acid 0.05 mM, uric acid
0.1 mM, cholesterol 5 mM, and lactic acid 5 mM. The
role of interferents has been examined by mixing desired
interferent in equal concentrations with that of urea and the
results are depicted in inset ii, Fig. 3a. It has been found
that Urs-GLDH/ZnO-CH/ITO bioelectrode is not signifi-
cantly affected due to presence of these interferents. And the
value of the current remains nearly same except for choles-
terol wherein there is a decrease of about 5%.
ZnO-CH based nanobiocomposite electrode has been
used to immobilize Urs-GLDH to fabricate electrochemical
urea biosensor. The Ur-GLDH/ZnO-CH/ITO urea biosensor
shows improved characteristics such as linearity as
5–100 mg /dl, low detection limit 3 mg /dl, linear regres-
sion as 0.988, standard deviation as 9.4 A /mg dl−1, re-
sponse time of 10 s, and shelf life of 3 months. The value of
Michaelis–Menten constant Km obtained as 4.92 mg /dl
0.819 mM indicates high affinity of Urs-GLDH to urea.
Efforts should be made to utilize this Urs-GLDH/ZnO-CH/
ITO bioelectrode for estimation of urea in serum samples
and utilize it for fabrication of other biosensors.
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FIG. 3. Color online a Electrochemical response of Urs-GLDH/ZnO-
CH/ITO bioelectrode with respect to urea concentration 5–100 mg dl−1 at
scan rate of 10 mV s−1. Inset a: linearity curve between magnitude of current
vs urea concentration. Inset b: effect of interferents on Urs-GLDH/ZnO-CH/
ITO bioelectrode. b The electrochemical reaction at Urs-GLDH/ZnO-CH/
ITO bioelectrode.
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